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INTRODUCTION:
The 
MATERIALS AND METHODS:
The attenuation and scattering medium The sensitivity of LEAP collimator is (330 cpm /uCi ) and the geometric resolution is 8.3mm at 10cm.
Data Acquisition
The scan orbit range of the phantom 
ii. Time per projection (Scan time):
The time per projection changed from 10 to 30 seconds (10, 15, 20, 25 , and 30 sec).
The effect of time per projection on
Cardiac images was applied by used fixed parameters for both acquisition and reconstruction.
iii. Acquisition mode (mode of rotation).
To study the effect of the acquisition mode 
